INTRODUCTION {#sec1-1}
============

Supraglottic airway devices (SADs) have been widely popular in the past three decades ever since the prototypical laryngeal mask airway (LMA) Classic™ was described in 1983.\[[@ref1]\] Many anaesthesiologists today are comfortable with the routine use of SADs for general anaesthesia, as well as advanced uses in selected surgeries such as laparoscopic cholecystectomy.\[[@ref2]\] In this context, concerns exist regarding the risk of aspiration and inadequate ventilation from positive pressure ventilation with SADs.

The LMA Protector™ (Teleflex Medical, Co. Westmeath, Ireland) is a single-use second-generation SAD designed with a large volume conduit with gastric access and a fixed curved structure to facilitate insertion.\[[@ref3]\] The medical grade silicon inflatable cuff has been constructed for a primary oropharyngeal seal and distal oesophageal seal, potentially improving the ability of the LMA Protector™ in providing positive pressure ventilation and preventing aspiration. An image with labels of the LMA Protector™ showcasing its essential features has been included \[[Figure 1](#F1){ref-type="fig"}\].

![An image portraying the essential features of the laryngeal mask airway Protector™. A: Ventilation channel, B: Dual gastric channels, C: Securement tab, D: Preformed curvature, E: Inflation pilot balloon, F: Medical grade silicone cuff, G: Distal oesophageal seal](IJA-61-673-g001){#F1}

Currently, there is a paucity of literature detailing the use of the novel LMA Protector™ in the clinical domain, with only one published study at the time of writing.\[[@ref4]\] The available literature does not address laparoscopic surgery at the time of this case report. In this report, we describe the successful use of the LMA Protector™ in three patients scheduled for elective laparoscopic cholecystectomy conducted in a tertiary hospital based in Singapore. Placement and performance tests were evaluated as per guidance provided by Timmermann *et al*.\[[@ref5]\]

CASE REPORT {#sec1-2}
===========

All three patients, American Society of Anesthesiologists Physical Status II with normal body mass indices (24.7--26.2 kg/m^2^) and no clinical features predictive of a difficult airway, underwent elective laparoscopic cholecystectomy. Written patient consent was obtained from all patients for publication of this case report.

Continuous electrocardiogram, non-invasive blood pressure, pulse oximeter, capnogram, temperature and train-of-four neuromuscular monitoring were placed for all patients. In all three patients, general anaesthesia and muscle relaxation were induced by weight-adjusted intravenous administration of propofol, fentanyl, midazolam, lignocaine and rocuronium. The LMA Protector™ was placed atraumatically after induction of anaesthesia on the first attempt in all patients by an experienced anaesthesiologist. Patient A received a size four LMA whereas patients B and C had size five LMAs. All three LMAs were inflated to 60 cmH~2~O intracuff pressure using manometers as outlined by a published randomised controlled trial.\[[@ref6]\] Once the train-of-four ratio was 0, a size 4.0 mm flexible video endoscope was used to grade the laryngeal view through the LMA Protector™ and verify its correct placement *in situ*. In all three cases, a Cormack Lehane grade 2 (with partial downfolding of the epiglottis) equivalent laryngeal view was obtained \[[Figure 2](#F2){ref-type="fig"}\]. Gastric tube insertions were successful on the first attempt for all patients with no resistance encountered.

![Laryngeal views of each patient obtained using flexible bronchoscopy. In all patients, a Grade 2 equivalent laryngeal view was obtained](IJA-61-673-g002){#F2}

Maintenance of anaesthesia was achieved through inhalational sevoflurane. Multimodal analgesia was administered including intravenous acetaminophen and parecoxib at the start of surgery and titrated doses of intravenous morphine intraoperatively. Prophylactic anti-emetics such as dexamethasone and ondansetron were administered. Abdominal insufflation pressures and gas flows were maintained, using carbon dioxide, at 14--20 mmHg and 200--400 mL/min, respectively. Surgery proceeded uneventfully in all three cases, with each case lasting approximately 1--1.5 h.

Intraoperatively, peak pressures were 22, 19 and 21 cmH~2~O for patients A, B and C, respectively, with a minimal leak in the system of \<50 mL. At the end of surgery, neuromuscular blockade was reversed with titrated doses of neostigmine and atropine administered intravenously. The patients were then transferred asleep and with the LMA Protector™ *in situ* to the post-anaesthesia care unit. After adequately responding to verbal commands, the LMA Protector™ was removed. Subsequently, all patients were discharged to the general ward for further management.

DISCUSSION {#sec1-3}
==========

The LMA Protector™ is a second-generation perilaryngeal-sealer type SAD recently introduced into clinical practice. It has design features mooted to improve patient safety. Minimal published data currently exist regarding the safety and utility of the novel device for advanced indications of the LMA Protector™. We describe the successful use of the LMA Protector™ in three cases of laparoscopic cholecystectomies and report placement and performance test data.

Placement and performance tests are important parameters for the evaluation of SADs. These tests give the clinician the reassurance in mitigating the risks of aspiration and ensuring the success of positive pressure ventilation through the airway device to maintain normocapnia. In our preliminary assessment, the LMA Protector™ possessed oropharyngeal leak pressures and maximum minute ventilation of ranges 27--31 cmH~2~O and 15.1--21.8 L/min, respectively. These are above the thresholds of 25 cmH~2~O for oropharyngeal leak pressure and 12 L/min for maximum minute ventilation considered to reflect adequate clinical efficacy.\[[@ref5]\] These values were comparable to those in Sng *et al*.\'s preliminary assessment of the LMA Protector™ in 26 patients who had undergone minor gynaecological procedures requiring general anaesthesia and use of a SAD.\[[@ref4]\] From previously published studies investigating the safety and efficacy of similar airway devices, the LMA Supreme™ had mean oropharyngeal leak pressures of 21 ± 5 cm H~2~O versus the LMA ProSeal™ of 25 ± 6 cm H~2~O (*P* \< 0.001).\[[@ref7]\]

In all three patients, the LMA Protector™ was successfully placed on the first attempt, and the subsequent insertion of gastric tube was performed with minimal difficulty. The correct placement of the device was later verified by the gastric tube 'bubble' test and flexible bronchoscopies as seen in [Figure 2](#F2){ref-type="fig"}. The first time insertion success rates of the LMA Protector™ in this study are consistent with previous studies, further supporting the efficacious use of the LMA Protector™.\[[@ref4]\] This device is, therefore, a promising alternative to the LMA Supreme™ and the LMA ProSeal™ - with 98% and 88% success rates on first-attempt insertions, respectively.\[[@ref7]\] Our experience with the LMA Protector™ concurs with the study by Maltby *et al*. where they found that the LMA ProSeal™ provided equally effective oxygenation and ventilation when compared with tracheal intubation in a prospective randomised controlled trial of non-obese patients scheduled for laparoscopic cholecystectomies.\[[@ref8]\] Between the LMA Protector™ and LMA ProSeal™, we opined that the LMA Protector™ is superior given that the trachea can be intubated directly using the bronchoscope without the need for intermediary devices such as the Aintree Intubation Catheter. The preformed curvature of the LMA Protector™ allows easier intubation, the presence of a reservoir with dual suction ports leads to greater prophylaxis against gastric aspiration, and the similar, if not higher, oropharyngeal leak pressures of the LMA Protector™ ensure better lung ventilation in laparoscopic surgeries. Nevertheless, we recognise the limitations of our case report where the sample size is small, and the patients are without risk factors such as difficult airway and obesity. However, we hope that this case report of our initial experience may highlight the utility of the LMA Protector™ as an alternative to other SADs and motivate future research.

CONCLUSION {#sec1-4}
==========

We report our experiences with the new second-generation perilaryngeal sealer LMA Protector™ in laparoscopic cholecystectomy, which was found to have acceptable placements on the first attempt, adequate oropharyngeal leak pressures and relatively high minute ventilation.
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